Modified bar superstructure for an implant-retained orbital prosthesis.
The success of a bar superstructure for an orbital prosthesis may be compromised by the placement and angulation of implants. The following technique describes a modification to a bar superstructure that provided the advantages of convenience, security, and consistent positioning even though one implant was lost and the angulation of implants limited accuracy.